TOWARDS A RADIATION FREE NUMERICAL MODELLING FRAMEWORK TO PREDICT SPRING ASSISTED CORRECTION OF SCAPHOCEPHALY

Begona Garate Andikoetxea (1), Sara Ajami (1,2), Naiara Rodriguez-Florez (3,4), N U Owase Jeelani (2), David Dunaway (2), Silvia Schievano (1,2), Alessandro Borghi (1,2,5)

1. University College London, United Kingdom; 2. Great Ormond Street Hospital, London, United Kingdom; 3. Universidad de Navarra, Spain; 4. Ikerbasque, Spain; 5 Department of Engineering, Durham University, Durham United Kingdom

KEYWORDS: finite element modelling, craniosynostosis, spring cranioplasty

Corresponding Author: Dr Alessandro Borghi

alessandro.borghi@durham.ac.uk

No potential competing interest was reported by the authors
ABSTRACT

Sagittal Craniosynostosis (SC) is a congenital craniofacial malformation, involving premature sagittal suture ossification; spring-assisted cranioplasty (SAC) – insertion of metallic distractors for skull reshaping – is an established method for treating SC. Surgical outcomes are predictable using numerical modelling, however published methods rely on computed tomography (CT) scans availability, which are not routinely performed. We investigated a simplified method, based on radiation-free 3D stereophotogrammetry scans.

Eight SAC patients (age 5.1 ± 0.4 months) with preoperative CT and 3D stereophotogrammetry scans were included. Information on osteotomies, spring model and post-operative spring opening were recorded. For each patient, two preoperative models (PREOP) were created: i) CT model and ii) S model, created by processing patient specific 3D surface scans using population averaged skin and skull thickness and suture locations. Each model was imported into ANSYS Mechanical (Analysis System Inc., Canonsburg, PA) to simulate spring expansion. Spring expansion and cranial index (CI - skull width over length) at times equivalent to immediate postop (POSTOP) and follow up (FU) were extracted and compared with in-vivo measurements.

Overall expansion patterns were very similar for the 2 models at both POSTOP and FU. Both models had comparable outcomes when predicting spring expansion. Spring induced CI increase was similar, with a difference of 1.2%±0.8% for POSTOP and 1.6%±0.6% for FU.

This work shows that a simplified model created from the head surface shape yields acceptable results in terms of spring expansion prediction. Further modelling refinements will allow the use of this predictive tool during preoperative planning.

UNSTRUCTURED ABSTRACT (100 WORDS)

Spring-assisted cranioplasty (SAC) – insertion of metallic distractors helping skull reshaping – is a method for treating sagittal craniosynostosis, caused by premature sagittal suture closure. We present a method for predicting SAC outcomes, relying on radiation-free 3D stereophotogrammetry scans. Eight patients with preoperative CT and 3D stereophotogrammetry scans were recruited; results of spring expansion simulation were compared between models created using CT versus 3D scan data. Expansion patterns and extent of reshaping were very similar. This work proves that SAC preoperative planning can be carried out using non-ionising imaging. Further modelling refinements will allow clinical adoption of this predictive tool.
1. Introduction

Craniosynostosis, which affects one in every two thousand live births (Fearon 2014), is a medical condition where cranial sutures (synarthroses connecting the bones of the head with each other through a fibrous sutural ligament (Savoldi et al. 2018)) ossify prematurely, causing the new-borns’ skull to develop abnormally. Skull sutures help skull moulding during birth and have an important role in shaping cranial shape during the first few years after birth.

Scaphocephaly is the most common type of craniosynostosis, characterised by premature fusion of sagittal suture. This inhibits the skull growth perpendicularly to the affected suture and leads to a narrow and elongated skull shape. If left untreated, this cranial deformity can cause learning and development difficulties: (Kapp-Simon et al. 2007; Knight et al. 2014) works in the literature have reported that babies affected by single suture craniosynostosis (SSC) have a rate of neurocognitive risk between 35% and 50% (Kapp-Simon et al. 2007; Knight et al. 2014) and the prevalent hypothesis is that cranial vault distortion and brain mass restriction cause localised anatomical abnormalities which are not always normalised following surgery. A second factor which is believed to be connected to neurological impairment is elevated intra-cranial pressure (ICP), which although has been reported in up to 20% of the cases of SSC (Bristol et al. 2011), has not yet been proved to be associated with neurodevelopment. Other complications include breathing (such as apnoea), sleeping and eating disorders (Wilkie et al. 2010) (Zakhary et al. 2014).

Spring-assisted cranioplasty (SAC) - performed in Great Ormond Street Hospital (GOSH) since 2008 (Rodgers et al. 2017) - has become a well-recognized option for treating scaphocephaly in new-borns. Two bony cuts (parasagittal osteotomies) are performed parallel to the fused suture and two metallic distractors (springs) are pre-crimped and inserted in the calvarium to expand and reshape the patient’s calvarium. Three spring models are available (S10, S12, S14), having the same dimensions but with increasing wire thickness for higher stiffness (1.0-, 1.2- and 1.4-mm wire diameter) (Borghi et al. 2017). Springs are removed between 3 and 6 months after insertion (Rodgers et al. 2017) but are known to achieve full expansion within the first 10 days (Borghi et al. 2017). SAC is novel technique which has only recently been accepted as a suitable alternative to more invasive reshaping techniques (Sharma et al. 2018). Due to the less invasive nature of this technique, the short operative time and the minimal need for transfusion (Rodgers et al. 2017), several craniofacial centres worldwide have adopted it as preferential method to treat babies presenting before 9 months of age, while others have not yet adopted it due to the lack of control on the distraction post-insertion, in terms of final distraction (extent of bony fragment separation) as well as distraction vector and distraction forces in comparison with standard linear cranial distractors (Nowinski et al. 2012). Our group showed that surgical outcomes can be predicted using finite element analysis (FEA) (Borghi et al. 2018; Borghi et al. 2020; Jeelani et al. 2020; Deliège et al. 2021). However, the current method relies on the
availability of computed tomography (CT) scans, which is not routinely performed in our and other craniofacial centres (Rodgers et al 2017, Abdel-Alim 2021) and are usually minimized on patients below the age of 2 years (Pearce et al. 2012) due to the harmful effect of radiations in the paediatric population. On the other hand, the use of 3D surface scans, which allow non-invasive, non-ionising surface imaging, has become common for the preoperative and postoperative assessment of craniofacial patients (Tenhagen et al. 2016; Rodriguez-Florez et al. 2017; Rodriguez-Florez et al. 2020; Abdel-Alim et al. 2021)

In this work, our group investigated a method for creating a simplified model for predicting the SAC outcomes, which only relies on the availability of head surface details, retrievable from radiation-free 3D stereophotogrammetry scans.
Methodology

Surgical Procedure

Following parental consent, 8 patients were included for this study (R&D n.14DS25, REC 15/LO/0386 – NHS Health Research Authority, Bristol BS1 2NT). Each patient received two springs (one positioned anteriorly, one posteriorly). The devices were manufactured by The Active Spring Company UK (TASCUK, Thaxted, UK) using stainless steel wire; three models are available (S10, S12, S14) with increasing wire thickness and consequently increasing stiffness. Each spring has a nominal maximum size equal to 60 mm. Details on the surgical procedure are provided in previous publications by our group (Tenhagen et al. 2016; Rodgers et al. 2017) and details on the mechanical properties of these springs are provided in (Borghi et al. 2018). Individual patients’ spring model is provided in table 1.

Image Acquisition

Each patient presented with a preoperative CT scan as well as a 3D scan acquired in theatre immediately before spring insertion using a 3D handheld surface scanner (M4D Scanner, Rodin4D, Pessac, France). Details on the 3D scan acquisition and processing can be found in (Tenhagen et al. 2016). CT scans were acquired in supine position. Pixel size ranged from 0.2 mm to 0.43 mm; interslice distance ranged from 0.3 mm and 1.0 mm. For each patient, two preoperative models (PREOP) were created, one by extracting 3D anatomical models from CT - “CT model” - and one by creating a skull model from the 3D stereophotogrammetry scan - “S(urface scan) model”. Information on surgical osteotomies, spring model and location were retrieved in surgery for each patient. Information on on-table spring opening was also retrieved during surgery while spring opening at follow up was extracted from X-ray following a previously described protocol (Borghi et al. 2020).

CT model

A detailed explanation of this method (including the protocol to account for head growth between CT scan and surgical procedure) can be found in (Borghi et al. 2018; Borghi et al. 2020).

Briefly, each CT dataset was processed (using ScanIP®, Synopsis, Mountain View, CA, USA – figure 1A) to create a patient specific geometrical 3D model of the skull, comprising the skull, the anterior fontanelle and the coronal and lambdoid sutures. The model was cut through a plane encompassing the skeletal nasion and the upper border of the left and right auditory meatus (Sadrameli and Mupparapu 2018). Growth between the time of CT and the time of surgery was taken into account by performing linear rescaling, following the method reported in (Borghi et al. 2020). Bony cuts were replicated in the model using ScanIP® (Simpleware, Synopsis, Mountain View, CA, USA ) to simulate the surgical procedure (figures 1B,C) including the notches corresponding to
the spring insertion sites (LAT, A, B, figure 1C and 3D). Tetrahedral mesh was created and imported into ANSYS Mechanical.

S model

- **Hard and soft tissue thickness**
  For each patient STL models of the skull and external soft tissues were extracted using ScanIP’s function “Surface Model” using default settings and applying a triangle reduction of 50% to avoid unnecessary large output model; the skull model was cut along the plane encompassing the nasion and upper border of the left and right auditory meatus (figure 2A) and processed to extract inner and outer surface of the skull: briefly cranial sutures and skull defects were filled using a combination of commands in Meshmixer (Autodesk, San Francisco, CA) (“fill”, “bridge”) until the inner and outer tab could be fully separated (figure 2D). The model was further cut along a plane parallel to that passing through that encompassing nasion and left and right auditory meatus and raised by 25% of the overall skull height (measured from the nasion-tragion plane, as in shown in figure 2C), to ensure that skull base and orbits were not included in the skull thickness measurements (figure 2C). The skin model was cut along the same plane. Tissue thickness (soft tissue thickness, skull thickness) were calculated as local surface distance (between the inner and outer tab of the skull for the hard tissue thickness between the skin and outer tab of the skull for the soft tissue thickness) and averaged for each patient.

- **Suture location**
  To identify the suture location (figure 2D) for every patient, on each skull model the most anterior point lying on the nasion-tragions plane (point A) and the most posterior point lying on the same plane (point P) were first identified; afterwards, the cranial Bregma and the cranial Lambda (Sadrameli and Mupparapu 2018) were identified. Two planes were created, both perpendicular to the symmetry plane passing through the segment AP, one passing through the Bregma (coronal plane) and one passing through the Lambda (lambdoid plane). Two extra points were identified (figure 2E), the point B (intersection between the coronal plane and the segment AP) and the point L (intersection between the lambdoid plane and the segment AP). Two angles were defined, the coronal angle $\alpha$ (A-B-Bregma) and the lambdoid angle $\beta$ (P-L-Lambda). The ratio between AB and AP (AB%) and LP and AP (LP%) were calculated and averaged throughout the patient group (AB%$_{avg}$, AP%$_{avg}$). Similarly, $\alpha$ and $\beta$ were averaged ($\alpha_{avg}$, $\beta_{avg}$).

- **Skull model creation**
Preoperative patient 3D surface scans were acquired (figure 3A) and STL models extracted and processed in Meshmixer®. Each model was cut along a plane passing through the nasion and left and right tragions (figure 3B). Each model was imported in Solidworks® (Dassault Systems, Vélizy-Villacoublay, France) and 3D nurbs were created. The patient group average thickness (as estimated above) of the soft tissue was used to offset each model to derive an estimated skull surface. For each skull surface, the segment AP (see above) was identified, B and L point created by splitting the AP into segment AB = AB%avg * AP and LP = LP%avg * AP. Two planes were created perpendicular to the skull model midline, one at an angle equal to αavg and one at an angle equal to βavg. Such planes were used to split each skull model into five sections: the frontal bone, the coronal suture, the parietal bone, the lambdoid suture, the occipital bone. Coronal suture and lambdoid suture were assumed to be 2 mm wide (Erasmie and Ringertz 1976). Bony cuts and spring notches (LAT, A, B) were replicated in the model.

Simulation of spring expansion
Similarly to (Borghi et al. 2018; Borghi et al. 2020), the CT model and S model were imported into ANSYS Mechanical. The S model was imported into ANSYS Mechanical as surface and a homogeneous thickness equal to the average group skull thickness (as estimated above) was assigned for the simulation. Material properties (elastic and viscoelastic properties) for skull and sutures were assigned as in (Borghi et al. 2020). For both models, the lower surface was fully constrained to mimic the tethering of the skull base. Springs were modelled using linear conditions as in (Borghi et al. 2018); for each patient anterior and posterior springs parameters were selected according to the spring model used during surgery (Borghi et al. 2018).

Experimental Comparison
Spring opening was simulated over 5 days for the CT (OPCT) and S (OPS) models: the spring opening values were extracted at t = 1s, equivalent to the immediate postoperative spring opening (OPCT POSTOP, OPS POSTOP) and at t = 5 days, assumed to be equivalent to the expansion at the time of second follow up (OPCT FU, OPS FU), and compared with the values measured (M) during surgery (OPM POSTOP) and from follow-up X-ray (OPM FU) using the method previously published by our group (Borghi et al. 2017; Borghi et al. 2018; Borghi et al. 2020; Jeelani et al. 2020). All spring opening values (measurements, FEA predictions) are expressed as % of the nominal size of the spring distractors (60 mm). Cranial Index (CI, defined as post-insertion skull biparietal dimension BPD over occipitofrontal dimension OFD – figure 7) was calculated and compared for the two model for each patient in the undeformed configuration (PREOP) t = 1s (POSTOP) and t = 5 days (FU). Correlation between results (in terms of CI) of the CT and S models was assessed and quantified in terms of Spearman correlation coefficient ρ.
2. Results
Eight patients were included in this study: each received both a CT (age at CT = 2.9 ± 1.1 months) and a 3D scan at the time of surgery (age at surgery = 5.1 ± 0.4 months). All patients were affected by sagittal craniosynostosis. All patients were male. Each patient was treated for scaphocephaly correction and two springs were implanted. Table 1 shows a summary of the patients details and the distractors used. Following a previously published protocol (Borghi et al. 2017), data relative to spring expansion was recorded at the time of surgery and extracted from follow-up X-rays.
Average soft tissue thickness in this patient group was 2.8 mm ± 0.4 mm while average skull thickness was 2.5 mm ± 0.4 mm. Average population values of coronal and lambdoid angles were respectively 83 ± 4 ° and 68 ± 3 °. Figure 4 shows a comparison between the CT model and the S model for each patient of the population, showing visual good matching between the two models.
On-table spring expansion was simulated for each patient (data related to computational meshes is provided in table 2): figure 5 shows a comparison of the simulated expansion for three representative patients. Spring expansion was compared between the two groups of simulations and the spring measurements obtained during surgery: the spring expansion was compared at postop and follow up, with an average error of 4.0% ± 1.3% for the CT model and 3.9% ± 1.8% for the S model at POSTOP, and an average error of 5.5% ± 4.2% for the CT model and a 3.6% ± 2.3% at FU.
When assessing the preoperative and predicted postoperative BPD, OFD and CI values (figure 6), the absolute difference between the two model’s CI predictions was respectively 2.0% ± 1.5% at PREOP, 2.4% ± 2.1% at POSTOP and 1.6% ± 0.6% at FU. Good correlation between CI values in the CT and S model was found at PREOP (ρ = 0.93, p = 0.002), POSTOP (ρ = 0.98, p<0.001) and FU (ρ = 0.86, p = 0.008). The difference in BPD was respectively 2.0 ± 3.9 mm at PREOP, 3.1 mm ± 4.1 mm at POSTOP and 2.9 mm ± 3.5 mm at FU. The difference in OFD was respectively 0 mm ± 2.6 mm at PREOP, 1.4 mm ± 3.2 mm at POSTOP and 0.1 mm ± 4.0 mm at FU.
3. Discussion

In this paper, we present a novel method to create patient specific simplified skull models, suitable for the prediction of spring expansion in babies undergoing SAC. Our group has produced, validated, and optimized a numerical model which allows precise estimation of cranial adaptation post-spring insertion (Borghi et al. 2018; Borghi et al. 2020; Bozkurt et al. 2020; Bozkurt et al. 2020; Deliège et al. 2021). Such modelling technique requires data from tomographic imaging such as CTs or MRI to replicate patient specific anatomy. For patients who undergo SAC, only a small subset of subjects (1 in 4 in GOSH) receive preoperative imaging as the diagnosis is performed with clinical examination (Fearon 2014) and early exposure to ionizing imaging (with an effective dose ranging between 2.3 and 4.3 mSv for a paediatric low dose head CT (Didier et al. 2010; Livingston et al. 2014; Obara et al. 2017) ) is generally avoided as it may cause tumors later in life (Pearce et al. 2012).

The protocol proposed hereby relies on the availability of patient 3D stereophotogrammetry scans, which is a non-invasive, non-ionising method to record 3D head shapes (Tenhagen et al. 2016); this method has become the standard for pre-and post-operative assessment of scaphocephaly correction and is slowly replacing the use of other imaging methods (CT, MRI) for the assessment.

The results are promising when comparing the anteroposterior and lateral dimensions of the CT and 3Dscan skull models, small differences were found (0.03±3.12 mm for OFD and 2.03±4.36 mm for BPD), proving that the outer surface of the calvarium can be reliably approximated by offsetting the head surface. The value of scalp thickness was similar to that found in Zapatero et al (Zapatero et al. 2022) when measured at the euryon in patients affected by craniosynostosis. Domenech-Fernandez et al (Domenech-Fernandez et al. 2021) found a skull thickness in control subjects aged 0-4 yo between 1.97 mm and 2.46 mm in the anterolateral, posterolateral and lateral calvarium, while a higher value in the anterior (up to 3.82 mm) and posterior skull (up to 4.78 mm). Gajawelli et al (Gajawelli et al. 2020) performed neurocranial measurements in subjects up to 36 months and showed that in babies up to 1 year of age, thickness throughout the neurocranium is between 2 and 3mm.

The simulations show a good agreement between the CT and S models in both localised expansion as well as extent of spring expansion. Both models achieve similar values of accuracy in capturing the spring kinematics, with the CT model and the S model replicating the on-table outcome within 3.9-5.5% of the full spring size (i.e. between 2.3mm and 3.3mm). In a previous study (Borghi et al. 2018), on a population of 18 patients, accuracy ranked between 0.5% to 3.9% (from immediate postop to second follow up) therefore the results are similar in this study’s cohort. Spring-induced increase in CI from PREOP was similarly captured by both models, with absolute difference between the two models equal to 1.2% ± 0.8% for POSTOP and 1.6% ± 0.6% at FU.
This study’s results have several implications. A novel methodology to create a simplified skull model using only head shape information was produced: the simplified models hereby created achieved sufficient accuracy from both the morphological and mechanical point of view, having dimensions similar to the skull as extracted from CTs and responding to spring force in a very similar way. This method relies on several heavy simplifications, such as assuming a constant thickness of both scalp and skull and a simplified geometry for coronal and lambdoid sutures. The assumption of constant skin thickness allowed the use of shell elements for the simulation of spring expansion, further cutting down simulation time. The assumption that sutures lie on a plane has been implicitly adopted in several other studies where a simplified skull model was created (Li et al. 2011; Li et al. 2013; Li et al. 2015); in this work, our group measured the angle between the nasion-tragions plane and the sutures to provide an accurate description of the suture location in comparison with the other anatomical structures and provide a protocol for replicating these anatomical structures without prior information on the subject’s calvarial anatomy.

While the CT model requires image processing to extract patient skull, sutures and fontanelles (which are manually segmented), resizing to account for growth (Borghi et al. 2020) and an average of 2.5h to run for a single surgical configuration (Borghi et al. 2020), the proposed method requires simple processing to produce the patient computer assisted design (CAD) model and the expansions simulation takes an average of 15 minutes. Furthermore, as the 3D stereophotogrammetry scans can be retrieved during preoperative consultations - a few days/hours before the surgery – it can be safely assumed that no significant growth has occurred between scan and surgery.

The main limitation of the current work is the fact that skull growth post-surgery is not taken into account. As stated elsewhere (Windh et al. 2008; Borghi et al. 2017), most of the spring expansion occurs within the first 1-2 days following the surgery. The current model is based on an optimised set of material properties (Borghi et al. 2020), which was optimized using spring expansion values up to 28 days post-insertion and therefore may not be reflective of the cranial elastic and viscoelastic properties at later stage (Coats and Margulies 2006). Other groups have in the past applied growth model to assess the outcome of other cranioplasty procedures (Libby et al. 2017; Marghoub et al. 2018) including springs (Cross et al. 2021). Future development of this model will include skull growth and validation could be performed using post-removal 3D stereophotogrammetry scans. In the present work, the two modelling modalities are compared both qualitatively (displacement pattern, figure 5) and quantitatively (comparison of BPD and OFD at PREOP, POSTOP and FU time points). The predicted CI was also estimated and compared: although it has been criticised extensively as outcome measure (Fearon, Herbert 2017), it is still the most common index used for scaphocephaly diagnosis and correction assessment. Future work will address further validation using long-term postoperative 3D stereophotogrammetry using the methodology presented in our previous works (Borghi et al 2018, 2020).
The present framework is designed for the prediction of sagittal craniosynostosis correction. Sagittal craniosynostosis is the most common presentation of non-syndromic craniosynostosis, accounting for up to 55% of all cases (Greenwood et al. 2014). Although springs are used for the treatment of other craniosynostosis presentation, such as unicoronal (Alford et al. 2018), lambdoid (Bozkurt et al. 2020) and syndromic craniosynostosis (Deliège et al. 2021), the present framework may require adaptation to be extended to be applied to preoperative modelling of other types of craniosynostosis correction.

We have here presented a protocol based on non-invasive imaging which can be used to simulate SAC surgery outcomes: this will help extend preoperative planning to a much larger patient population and will allow future model improvement as well as extension to the planning of other spring assisted surgeries, such as posterior vault expansion (Deliège et al. 2021) and lambdoid craniosynostosis correction (Bozkurt et al. 2020).
ACKNOWLEDGEMENTS: The work has been funded by Great Ormond Street Hospital for Children Charity (grant number 12SG15) as well as the NIHR British Research Council Advanced Therapies for Structural Malformations and Tissue Damage pump-prime funding call (grant n. 17DS18), the Great Ormond Street Hospital Charity Clinical Research Starter Grant (grant n. 17DD46) and the European Research Council (ERC-2017-StG- 757923). This report incorporates independent research from the National Institute for Health Research Biomedical Research Centre Funding Scheme. The views expressed in this publication are those of the author(s) and not necessarily those of the NHS, the National Institute for Health Research or the Department of Health.
BIBLIOGRAPHY


Didier RA, Kuang AA, Schwartz DL, Selden NR, Stevens DM, Bardo DME. 2010. Decreasing the effective radiation dose in pediatric craniofacial CT by changing head


Sharma JD, Justine O ÅL, Alessandro Borghi Å, Rodriguez-Florez N, Bruekey W, Ong J, Nu Owase Jeelani Å, David Dunaway ÅJ, James G, Åz F. 2018. Results Following Adoption of a Modified Melbourne Technique of Total Scaphocephaly Correction [Internet]. [accessed 2018 Aug 7]. https://doi.org/10.1097/SCS.000000000004593


### Tables

#### Table 1: Summary of the patient population used in this study and spring distractors implanted during surgery

<table>
<thead>
<tr>
<th>PATIENT</th>
<th>AGE AT CT [months]</th>
<th>AGE AT SURGERY [months]</th>
<th>ANTERIOR SPRING MODEL</th>
<th>POSTERIOR SPRING MODEL</th>
</tr>
</thead>
<tbody>
<tr>
<td>P1</td>
<td>4.3</td>
<td>5.5</td>
<td>S12</td>
<td>S10</td>
</tr>
<tr>
<td>P2</td>
<td>3.9</td>
<td>5.0</td>
<td>S14</td>
<td>S14</td>
</tr>
<tr>
<td>P3</td>
<td>1.8</td>
<td>4.3</td>
<td>S14</td>
<td>S12</td>
</tr>
<tr>
<td>P4</td>
<td>3.0</td>
<td>4.8</td>
<td>S12</td>
<td>S12</td>
</tr>
<tr>
<td>P5</td>
<td>3.2</td>
<td>5.6</td>
<td>S12</td>
<td>S12</td>
</tr>
<tr>
<td>P6</td>
<td>3.7</td>
<td>5.5</td>
<td>S12</td>
<td>S12</td>
</tr>
<tr>
<td>P7</td>
<td>1.4</td>
<td>5.3</td>
<td>S12</td>
<td>S12</td>
</tr>
<tr>
<td>P8</td>
<td>1.7</td>
<td>5.2</td>
<td>S12</td>
<td>S12</td>
</tr>
</tbody>
</table>

#### Table 2: Summary of the nodes (with node density as nodes/mm³) and elements for each FE model.

<table>
<thead>
<tr>
<th>PATIENT</th>
<th>CT MODEL</th>
<th>S MODEL</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>NODES (density)</td>
<td>ELEMENTS</td>
</tr>
<tr>
<td>P1</td>
<td>101219 (0.91)</td>
<td>335713</td>
</tr>
<tr>
<td>P2</td>
<td>131619 (1.02)</td>
<td>452300</td>
</tr>
<tr>
<td>P3</td>
<td>121319 (1.22)</td>
<td>424671</td>
</tr>
<tr>
<td>P4</td>
<td>138738 (1.06)</td>
<td>471725</td>
</tr>
<tr>
<td>P5</td>
<td>144880 (1.41)</td>
<td>501602</td>
</tr>
<tr>
<td>P6</td>
<td>77208 (0.79)</td>
<td>251476</td>
</tr>
<tr>
<td>P7</td>
<td>95264 (0.91)</td>
<td>310454</td>
</tr>
<tr>
<td>P8</td>
<td>46509 (0.36)</td>
<td>157144</td>
</tr>
</tbody>
</table>

*Table 1: Summary of the patient population used in this study and spring distractors implanted during surgery*

*Table 2: Summary of the nodes (with node density as nodes/mm³) and elements for each FE model.*
FIGURE CAPTIONS

1) Creation of the CT model from preoperative CT scans: A) image segmentation of a representative patient, with B) front(i), side (ii) and top (iii) view of the patient skull; C) isometric and D) top view of the CT model with osteotomies and spring notches (indicated with arrows)

2) Step for measuring patient specific skin thickness and suture location: A) the patient skull model is cut along a plane passing through the nasion and the top of the left and right auditory meatus; B) the inner and outer surface of the skull are separated; C) skull thickness of the top 75% of the skull height is calculated as surface distance; D) planes running along the coronal and lambdoid sutures are identified; E) measurement of suture plane angles and location.

3) Creation of the S model from preoperative 3D scan: A) 3D scan; B) the head surface is cut along a plan passing through the nasion and the left and right tragions C) the head surface is offset by a constant thickness equal to the population averaged skin thickness value; D) coronal and lambdoid suture are created using population averaged values and osteotomy and spring notches are created.

4) Comparison of the CT model (top row) and S model (bottom row) for each patient

5) Comparison of the post-expansion skull shape for the the CT model and S model for the SAC patient group, at POSTOP and FU.

6) Comparison between model CI at PREOP, POSTOP and FU between the CT model and the S model
Citation on deposit:
https://doi.org/10.1080/10255842.2023.2294262

For final citation and metadata, visit Durham Research Online URL:
https://durham-repository.worktribe.com/output/2047992

Copyright statement: This accepted manuscript is licensed under the Creative Commons Attribution 4.0 licence.
https://creativecommons.org/licenses/by/4.0/